Transcatheter treatment of Starr-Edwards paravalvular leaks.
: A 56-year-old patient was referred because of refractory heart failure and mild haemolysis caused by multiple, severe paravalvular leaks of a Starr-Edwards valve implanted in mitral position 23 years before. Owing to perceived high risk of surgical re-valving, percutaneous paravalvular leak occlusion was performed by implantation of multiple, simultaneously deployed Amplatzer Vascular Plugs.